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A 67-YEAR-OLD MAN with a history of schwannoma
tumors, hypertension, heart failure, hypertensive car-
diomyopathy, and hyperlipidemia was admitted to the
ICU in serious condition. He developed a cardiac ar-
rhythmia— ventricular tachycardia that progressed to
ventricular fibrillation—but his bedside monitor never
produced a"'lethal-arrhythmia™ aarm or printout. Sev-
eral minutes elapsed before someone called a code, and
the patient died.

What went wrong?
The alarm never sounded because it
wasn't turned on in the first place.
According to the hospital's bio-
medical department, the alarm sus-
pension log revealed that al alarms
for this patient were turned off be-
fore he developed the arrhythmia.
The manufacturer investigated and
concluded that the device was performing to specifica
tions and hadn't failed mechanically.

What precautions can you take?

Alarm modes vary according to the type of monitoring
system, so become completely familiar with the ones
you USe.

e Establish and maintain a working knowledge of all
alarm settings for the telemetry and bedside monitoring
systems used at your facility.

e Check the alarm system settings for each monitored
patient at the beginning and end of each shift. Also
check the settings before and after a patient is switched
to a portable monitor (for example, when he leaves the
unit for a procedure).

e Promptly notify the proper person (such as someone in
your facility's biomedical department) if a monitor mal-
functions or failsin any way. ©

For more information ¢ telemetry and b2 side monitorsreported to the FDA.
please contact the author at BXG@CDRH.FDA.GOV.
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